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Abstract This paper presents a novel mixed reality
based navigation system for accurate respiratory liver
tumor punctures in radiofrequency ablation (RFA). Our
system contains an optical see-through head-mounted
display device (OST-HMD), Microsoft HoloLens for
perfectly overlaying the virtual information on the
patient, and a optical tracking system NDI Polaris for
calibrating the surgical utilities in the surgical scene.
Compared with traditional navigation method with CT,
our system aligns the virtual guidance information and
real patient and real-timely updates the view of virtual
guidance via a position tracking system. In addition, to
alleviate the diﬃculty during needle placement induced
by respiratory motion, we reconstruct the patientspeciﬁc respiratory liver motion through statistical
motion model to assist doctors precisely puncture liver
tumors. The proposed system has been experimentally
validated on vivo pigs with an accurate real-time
registration approximately 5-mm mean FRE and TRE,
which has the potential to be applied in clinical RFA
guidance.

1

Introduction

Radiofrequency ablation (RFA) therapy is a widely
used mini-invasive treatment technology for liver
tumor. Doctors insert a radiofrequency electrode
into the target tissues of patient, and the increasing
temperature (greater than 60 ◦ C) will produce
degeneration and coagulation necrosis on the local
tissues [1]. RFA has become a widely and clinically
accepted treatment option for destruction of focal
liver tumors with several advantages, such as low
trauma, safety, eﬀectiveness, and quick postoperative
recovery [2, 3].
Traditional RFA surgery is navigated by the
computed tomography (CT), ultrasound, or magnetic
resonance (MR) image for surgeons to insert the
needle into the target tumor. Then the tumor
can be completely coagulated with a safety margin
and non-injury of critical structures during energy
delivery. Thus, the navigation imaging information
plays a key role in the safe and precise RFA
Keywords mixed reality; human computer interaction; planning and treatment for the target tumor [4].
statistical motion model
In general, much surgical experience and skill are
required to perform safe and accurate needle insertion
with 2D navigation images, because current 2D
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mixed reality-based fusion of 3D virtual objects
with real objects [7]. In this regards, surgeons
can directly observe the target region with the
on-patient see-through 3D virtual tumor registered
and overlaid on the real patient, thus enabling the
surgeons still remain cognizant of and engage in the
true surgical environment and greatly beneﬁt the
surgeons’ operation eﬃciency and precision. As an
optical see-through head-mounted displays (OSTHMD), Microsoft HoloLens has been signiﬁcantly
used in recent years in various ﬁelds, including the
medical education and surgical navigation. The
HoloLens can project the 3D personalized virtual
data in speciﬁed position of patients, which can
well support the on-patient see-through modality for
medical guidance. Compared with the traditional
2D image-based navigation modality, the surgeons
are able to comprehensively and intuitively recognize
the characteristics of liver and tumor, which can
beneﬁt the surgeons in needle path planning for liver
punctures more eﬃciently and accurately.
Another challenge for safe and precise RFA liver
therapy is the respiratory liver motion, which is an
inevitable issue in clinical practice and has a great
impact during the RFA procedure for liver tumor
punctures. Doctor may encounter diﬃculties in
locating the target tumor area induced by respiratory
liver motion, as the pre-operative imaging is severely
diﬀerent from that during the RFA therapy due to
the organ movement induced by the respiratory. In
clinical practice, it is also worth noticing that there
exist techniques to physically or physiologically ease
the respiratory liver motion issue in a straightforward
way, such as respiratory gating [8], anesthesia with
jet ventilation [9], and active breathing control
(breathing holding) [10]. However, these methods
induce either extra cost or psychological burden
to the patient, and are not a universal way to be
practical enough for every patient. For example, it
is hard and unrealistic for the patients to hold their
breath too long in the breathing holding method
[10]. Therefore, it is in an urgent need to develop a
new method to tackle this issue, allowing patients to
breathe freely during the whole RFA procedure for
liver tumor. In this regard, analyzing the patientspeciﬁc respiratory organ motion based on 4D liver
CT images and compensating the respiratory motion
with the mathematical model would be a promising
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way to achieve both time- and cost-eﬀective and
absolutely accurate delivery for each patient.
To enable the patient breath freely during the
RFA procedure and achieve safe and accurate
RFA operation, we developed a mixed reality-based
navigation platform via Microsoft HoloLens for RFA
liver therapy with respiratory motion compensation,
which provides a real-time on-patient see-through
display, navigating exactly where the surgeon should
insert the needle during the whole RFA procedure.
By reconstructing the patient-speciﬁc organ motion
using 4D-CT images, we adopt a precise statistical
motion model to describe the respiratory motion and
its variability in 4D for compensating the respiratory
motion of liver tumors. In our platform, we propose
a new calibration procedure to properly align the
coordinate system of rendering with that of the
tracker, and then automatically register rendered 3D
graphics of liver and tumor with tracked landmarks,
liver and tumor in the vivo pig, assisting surgeons
in accurately approaching the target tumors, making
the operation simpler, more eﬃcient and accurate.
The overview of our system is as shown in Fig. 1.

2

Related work

Many researchers have explored image-based navigated
ablation of tumors and evaluated the accuracy
of 2D image navigation modalities which have
evolved considerably over the past 20 years and are
increasingly used to eﬀectively treat small primary
cancers of liver and kidney, and it is recommended
by most guidelines as the best therapeutic choice for
patients with early stage hepatocellular carcinoma
[11]. To achieve accurate pre-procedural planning,
intra-procedural targeting, and post-procedural
assessment of the therapeutic success, the availability
of precise and reliable imaging techniques would
be the essential premise [12, 13]. Among all 2D
image navigation modalities, ultrasound (US) is
the most widely used imaging technique for navigating percutaneous ablations for its real-time
visualization of needle insertion and monitoring of
the procedure [14]. However, the ultrasound images
are not clear enough for distinguish the target area.
Other 2D image navigation modalities, including
the computed tomography (CT), magnetic resonance
imaging (MRI), or positron emission tomography
(PET), can provide more clear navigation images [15],
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Fig. 1
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Mixed reality-based needle insertion navigation.

but cannot provide real-time navigation information
for intra-operative process in the RFA therapy.
Besides, Amalou and Wood [16] adopted another
modality of electromagnetic tracking by referencing
to pre-operative CT imaging, which utilizes miniature
sensors integrated with RFA equipment to navigate
tools in real-time. They have achieved successfully
during a lung tumor ablation with the accuracy of
3.9 mm.
To overcome the disadvantages of 2D image
based navigation, mixed reality approaches have
been proposed to navigate the physician during the
intervention in recent years. To display virtual models
of anatomical targets as an overlay on the patient’s
skin, Sauer et al. [17] used a head-mounted display
(HMD) for the physician to wear, providing the mixed
reality-based navigation for the surgery. In other
cases, Khan et al. [18] projected the 3D virtual
objects with a semi-transparent mirror, and thus
the surgeons can manipulate the needle behind the
mirror which shows the overlay 3D virtual objects
ﬂoating inside or on top of the patient’s body,
providing a relative spatial information and mixed
reality navigation for the surgeons. Ren et al. [19]
realized the semi-transparent overlays for overlapping
ablation zones and surrounding essential structures,
and they projected the current needle trajectory and

the planned trajectory onto the diﬀerent anatomical
views, thus navigating the surgeons’ operation in
a mixed reality environment. Chan and Heng [20]
introduced a new visualization method, which adopts
a volumetric beam to provide depth information of
the target region for the surgeons, and they also
oﬀered information about the orientation and tilting
by combining a set of halos.
To ease the negative impact on accuracy of liver
punctures induced by respiratory motion, many
approaches have been proposed to tackle this issue
in radiation therapy [21, 22]. Though numerous
approaches for motion-adapted 4D treatment
planning and 4D radiation have been reported, the
clinical implementation of 4D guidance of tumor
motion is currently still in its infancy. However, most
existing methods lack qualitative and quantitative
analysis of respiratory motion-related eﬀects. By
introducing the 4D-CT images of respiratory liver
and tumor, the variations in depth and frequency
of breathing eﬀect can be numerically reconstructed
with the statistical model. Besides, simulation-based
ﬂexible and realistic models of the human respiratory
motion have the potential to deliver valuable insights
into respiration-related eﬀects in radiation therapy.
This model can oﬀer the possibility to investigate
motion-related eﬀects for variable anatomies, for
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diﬀerent motion patterns and for changes in depth
and frequency of breathing, and ﬁnally can contribute
to the eﬃcient, safe, and accurate RFA therapy.

3
3.1

Methodology
Method overview

To achieve high precision RFA, we propose mixed
reality-based navigation for respiratory liver tumor
puncture to provide surgeons with virtual guidance
of personalized 3D anatomical model. High matching
degree between the real patient and virtual geometry
model is prerequisite to achieve our goal. The match
requirements are in two aspects. First, the virtual
anatomical model must be with the same shape and
deform in the same way as that of the real patient.
Secondly, the virtual geometry should be displayed
aligning with the real patient in operation. To fulﬁll
the requirements, we design the system with the
workﬂow as illustrated in Fig. 2. In a preparation
step the 3D virtual liver structures are reconstructed
from CT images and a statistical motion model
is estimated for respiratory motion compensation
with assistance of landmarks. Then, during the
surgery, the liver structure is updated and registered

Fig. 2

to the real patient timely with motion estimated from
positions of landmarks.
3.2

Medical data acquisition and preprocessing

We employ a vivo pig to perform the needle insertion
operation. The accuracy of needle insertion is greatly
impacted by the anatomic structures of the abdomen,
which is the working area of the liver RFA procedure.
Here, we adopt the Materialise Mimics software to
manually segment the CT images of the abdomen,
extracting diﬀerent types of tissues and accurately
reconstructing the 3D geometric model of the patientspeciﬁc liver and tumor. In addition, 10 metal
landmarks are placed on the skin near the ribs
before CT scanning for further anatomical motion
modeling.
3.3

Virtual-real spatial information visualization registration

During needle-based interventions, the surgeons
cannot observe the internal structure of liver anatomy
directly. Thus, landmark structures have to be
remembered from the pre-interventional planning
image to guess the correct insertion direction via the
limited information. This procedure highly depends

Statistical model based respiratory motion compensation.
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on personal experience and may lead to a signiﬁcant
miscalculation in needle placement and thus failed
tumor ablation. To solve this problem, we propose a
manual registration method for accurately overlaying
the 3D virtual structures of the liver on patient, as
shown in Fig. 1. The NDI tracking system is adopted
to acquire the transform of virtual liver structure in
the rendering space. Each objects’ transformation
matrix in the rendering can be decomposed into
two components, namely the transformation matrix
from object’s local coordinate system to local NDI
coordinate system and transformation matrix from
local NDI coordinate system to the view coordinate
of the display device. Finally, by registering virtual
objects to real objects, we can render the virtual
structure using the HoloLens to provide needle
insertion guidance for surgeons.
To acquire the transformation matrix from NDI
system to Hololens system, we ﬁx a k-wire of NDI
system on the Hololens and statically bind the
HoloLens system with a ﬁxed virtual coordinate
system of the k-wire. We can easily get the
transformation matrix from k-wire markers to the
Mar
. Meanwhile, we can
HoloLens, denoted as TDis
acquire the transformation matrix of the k-wire to
Tra
. These
the space of NDI Tacker, denoted as TMar
two matrices together form the transformation matrix
from NDI coordinate system to the view coordinate
in rendering space.
After calibrating the coordinates between the
Microsoft HoloLens and NDI tracking system, we
can easily acquire the position of the landmarks via
the tip of the k-wire. To accurately overlay the 3D
virtual liver structure on the real object, we need to
ensure the precise transformation between HoloLens,
markers, and NDI tracking system.
As shown in Fig. 3, the position of the markers
(optical tracking spheres) can be acquired with the
Tra
. As the
NDI tracking system, denoted as TMar
position of k-wire’s tip is known to the k-wire, by
moving the tip of k-wire to the landmarks of the
patients, we can acquire the landmarks’ position
Mar
.
via the optical markers of k-wire, denoted as TTip
The transformation matrix between the Microsoft
HoloLens and optical trackers is
Tip
Dis
Tra
Mar
TTip
= TDis
· TTra
· TMar
(1)
The 3D virtual liver structures reconstructed by
the CT images can overlay on the real object via the
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Fig. 3

Registration of 3D virtual structure and real object.

following transformation matrix:
Img
Tip
Img
TTip
= TDis
· TTip
3.4

(2)

Statistical model based respiratory motion
compensation

To overcome the respiratory liver motion during the
needle insertion, we reconstruct the patient-speciﬁc
organ motion via statistical motion model to describe
the breathing motion and its variability in 4D images,
for compensating the respiratory motion of liver
tumors.
3.4.1

4D-CT based statistical modeling

The ﬁrst step to perform statistical model based
respiratory motion compensation is to acquire the
ground truth of the respiratory motion via 4DCT imaging, which records the deformation or
displacement of the internal organ under the freebreathing respiratory motion. Figure 4 illustrates
some typical slices of the 4D-CT images during
respiratory motion and the reconstructed patientspeciﬁc 3D anatomy of liver and tumor at the
corresponding time.
In essence, we need to build the statistical model
by analyzing the dynamic shape deformations of the
target liver shape during the short term of the
respiratory motion. In this work, we adopt the 4DCT based statistical motion in Ref. [23] to estimate
the respiratory motion of liver. The model assumes
that the shape of 3D reconstructed liver anatomy
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Fig. 4 Patient-speciﬁc respiratory motion reconstruction. The red region shows the shape of the liver at the fully inhalation stage, while the
light blue part region shows the shape of the liver at diﬀerent respiration stage.

in exhalation state obeys Gaussian distribution


p(r s |rμ , r ) ∼ N (rμ , r ) and deforms with respect
to previously observed shape r s .
Except the shape change modeling in the same
time of exhalation state, we also need to consider
the shape changes over time. In the 4D-CT image
acquisition, we reconstruct the 3D liver anatomy for
several times, and assume the shape changes to be a
mixture of Gaussian distributions.
p(x) =


S

s

p(s)p(x|s) =

S


π s p(x|s)

(3)

s

S s
where
= 1, π s ∈ (0, 1), ∀1, ..., S.
For
s π
each observed shapes with a amount of time τ ,
suppose each component follows the Gaussian mixture

distribution p(xs ) ∼ N (xsμ ,

(4)

s
1 
(xst − xsμ ) ⊗ (xst − xsμ )
τs − 1 t

(5)

τ

=

xs

xs ).

τs
1 
xs
τs t t

xsμ =




The ﬁrst two moments of the mixture p(x) is
xμ = π s xsμ
(6)

x

=

S

s



πs (

xs

+xsμ − xμ ) ⊗ (xsμ − xμ )

(7)

Finally, the shape changes is parameterized by

x = xμ + N
i=1 βi φi , here φi are N orthogonal basis
vectors. By combining of the above shape and motion
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modeling, the liver shape at a speciﬁc time can be
represented by
rβα = rμ +
3.4.2

M


αi ψi + xμ +

i=1

N


βi φi

i=1

Before applying statistical model-based liver shape
analysis in intra-operation phase, we need to establish
the correspondence between all shapes of the
reconstructed pre-operative 4D-CT images during the
respiratory motion by deﬁning a common topology,
then apply the intra-operative data to compute
the correct shapes for all time steps via non-rigid
registration to navigate the surgery.
In the ﬁrst step, we aim to establish the liver
mechanical correspondence for each shape during
the respiratory motion. Here we select the reference
shape at full expiration status as the start (reference
shape). Then, we align all the surface points of
the reconstructed 3D shape using rigid registration
at each time step during respiratory motion. The
translation matrix Ts and rotation matrix Rs for each
shape s can be computed by
arg min

Ts ,Rs

s=1

 Ts Rs r̆s − μ0 2

M

i=1

αi ψi with a ﬁxed reference vector:
rβα = r̆ + xμ +

(8)

Liver correspondence establishment

n


369

(9)

N


βi φi

(11)

i=1

By applying the oﬀset between each sample shape
and the reference shape, the motion model can be
computed by
xs (t) = rs (t) − r̆s
(12)
The arithmetic mean is
n
1
μs =
xs (t)
n i=1

(13)

The motion of liver shape can be represented as
the data matrix by fathering the mean-free data of
all liver shapes during the respiratory motion.
yi = xi − μ
(14)
Y = [y1 (1), · · · , y1 (n), · · · , yns (1), · · · , yns (n)]
(15)
To compensate the respiratory motion, we need to
acquire each landmarks’ position at diﬀerent time in
the 4D-CT images and use the position to model the
inter-position during the movement of the liver. As
shown in Fig. 2, we have labeled each landmark and
correlate them to the landmarks on the 3D virtual
model. By acquiring the markers’ positions with the
NDI tracking system, we can trigger synchronization
and then predict the current time and shape of
the liver via the estimated statistical model with
respiratory motion compensation. By displaying the
real-time position of the target tumor in the mixed
reality environment, our system enables the “seethrough” navigation for the surgeons to accomplish
the needle insertion.

where μ0 is the mean of all aligned points.
After aligning the shapes via rigid registration, we
need to perform non-rigid registration to establish
the correspondence among individual shapes during
the respiratory motion. To reduce the bias of mean
shape to the reference shape, we adopt an iterative
group-wise registration [23] of the shape to establish
the correspondence.
As the above liver correspondence is established
for the shape s and time t, which is a temporal
correspondence and must be along the motion
sequence for each shape during the respiratory motion.
For all individual time steps, we can register the
reference shape using the deformation ﬁeld obtained
from non-rigid registration. Thus, the position
of the surface point for each reconstructed shape
can be obtained over time. Here, the ﬁnal liver
correspondence can be represented by the following
registered shape vector:
r̆s = (x̆s,1 , y̆s,1 , z̆s,1 , · · · , x̆s,m , y̆s,m , z̆s,m )T (10)

In the experiment, we conduct an animal comparison
experiments between mixed reality-navigated needle
insertion and traditional pre-operative CT imagingnavigated freehand needle insertion for liver RFA.
The center of the tumor is set as the accurate target
position for needle insertion. The animal experiment
setting is as shown in Fig. 5. All experiments are
conducted on a Microsoft HoloLens, NDI Polaris, and
a notebook equipped with Intel(R) i7-4702MQ CPU,
8G RAM, and NVIDIA GeForce GTX750M.

3.4.3

4.1

Statistical motion modeling

After establishing the liver correspondence for all
time step, we can replace the shape model term rμ +

4

Results

Registration accuracy validation

In this section, we design an accurate 3D printed
template and skull to validate the registration

370

R. Li, W. Si, X. Liao, et al.

Fig. 5 Animal experiment setting and 3D reconstruction results. (a) Tumor implantation using agar. (b) Metal landmark placement. (c) CT
imaging. (d) 3D reconstruction of liver, tumor, and 10 metal landmarks.

accuracy and verify the accuracy of our mixed
reality-based navigation. In preparation, we build
a 3D-printed skull with 10 landmarks which lies
at a standard distance with high precision, and
correspondingly label the 10 landmarks on the virtual
skull model. In experiments, we ﬁrst put the 3Dprinted skull on the tracking area of the 3D tracking
and positioning system. Based on the real and virtual
scene registration by the HoloLens, the position of
the landmarks on the 3D-printed skull and the virtual
skull can be obtained. Here we check whether the
virtual skull model is aligned with the 3D-printed
skull, and calculate the relative position of the
landmarks both by the tracking system and the
virtual markers on the virtual skull. The distance
between these two positions can be used to validate
the accuracy of our system. Supposing the positions
of the markers on the 3D-printing skull and template
are C1 , C2 , · · · , Cn , the calculated positions of these
markers with our method are C1 , C2 , · · · , Cn . Then,
the registration error can be computed by


T RE =

n
i=1

 Ci − Ci 2
, i = 1, 2, · · · , n (16)
n

The accuracy validation experiment is shown in

Fig. 6

Fig. 6; the real position and the registration position
of all feature points are as shown in Table 1. The
average target registration error (TRE) is 2.24 mm.
4.2

Needle insertion comparison

In this section, we conduct an animal experiment of
needle insertion. Based on real needle insertion for
liver RFA procedure, we measure and compare the
needle insertion accuracy using traditional CT-guided
freehand operation and our mixed reality-navigated
operation.
Figure 7 demonstrates the traditional freehand
needle insertion navigated by the CT images for 2
times. The surgeons need to observe and measure the
position of the liver tumor in the pre-operative CT
image, and then perform freehand needle insertion
on the animal. The results in Fig. 7 demonstrate
the needle insertion accuracy, which is 16.32 and
14.87 mm, respectively. The CT image navigation
could only provide 2D images without visual cue of
the internal structure of liver and tumors.
Figure 8 illustrates the mixed reality-based
navigation for needle insertion for liver RFA. By
reconstructing the 3D model of animal abdomen
and registering it to the real animal, we can clearly

Automatic registration accuracy validation; red points are landmarks.

Mixed reality based respiratory liver tumor puncture navigation
Table 1
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Performance statistics of automatic registration

(Unit: mm)

Landmark number

Real position of landmarks

Registered position of landmarks

1

(57.31,-81.97,-808.93)

(57.12,-81.19,-809.26)

Registration error
0.87

2

(59.25,-61.99,-808.53)

(59.53,-61.01,-809.87)

1.68

3

(60.05,-40.90,-809.51)

(63.21,-40.72,-811.14)

3.56

4

(59.52,-84.09,-833.63)

(60.80,-86.32,-832.86)

2.68

5

(60.65,-39.85,-834.71)

(60.78,-40.03,-835.77)

1.08

6

(41.02,-65.90,-882.98)

(41.59,-66.40,-880.14)

2.92

7

(83.00,-119.77,-902.75)

(82.02,-120.13,-903.07)

1.09

8

(43.72,-89.05,-895.05)

(44.63,-89.15,-892.14)

3.05

9

(45.77,-42.38,-891.80)

(46.54,-45.32,-892.44)

3.10

10

(34.41,-65.06,-905.00)

(33.64,-65.30,-907.25)

2.39

Fig. 7

Results of traditional CT-navigated needle insertion.

observe the internal structure of the animal abdomen,
including the target tumors, which greatly facilitates
needle insertion operation and reduces the operation
diﬃculty. Also, surgeons can insert the needle via
“see-through” display, which beneﬁts the surgeon to
directly coordinate their vision and operation, and
thus raising the needle insertion precision. Since
the tip of the needle is invisible when it inserts
into the liver, we display the tip of the k-wire in
the holographic environment to clearly demonstrate
the tip’s position during the needle insertion, to

provide accurate guidance for the surgeons. Figure 9
illustrates the accuracy results of mixed reality-guided
needle insertion for 2 times, which are 3.43 and
3.61 mm. With our mixed reality guidance, the
surgeon can precisely insert the needle into the liver
tumor.
Besides, for free-hand CT-guided insertion, the
surgeon takes 25 min to ﬁnish the pre-operative
CT scanning, tumor measurement, and needle
insertion. Our mixed reality method can achieve
fast registration, and the surgeon takes only 5 min
to ﬁnish the registration and needle insertion. This
result demonstrates the eﬀectiveness of our mixed
reality-guided needle insertion.

5

Fig. 8

Mixed reality-navigated needle insertion.

Conclusions

In this paper, we propose a novel mixed realitybased surgical navigation modality to optimize
the traditional image-based navigated modality for
respiratory liver tumors punctures. The proposed
mixed reality-based navigation system enables us
visualize a 3D preoperative anatomical model on
intra-operative patient, thus providing direct visual
navigation information and depth perception for the
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Fig. 9

Results of our mixed reality-based needle insertion navigation.

surgeons. Besides, with the aid of statistical motion
model based respiratory motion compensation,
surgeons can accurately insert the needle into the
tumor, avoiding the error induced by the respiratory
liver motion. We perform a comparison on an
animal to show the diﬀerence between mixed realitybased navigation and traditional CT imaging based
navigation for needle insertion in in-vivo animal test.
The experimental results showed the advantages of
the mixed reality guided needle insertion for liver RFA
surgery, which can assist the surgeons with simpler,
more eﬃcient, and more precise operation.
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